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    Abstract

Background: Pharmaceutical aseptic filling lines are used to fill sterile biotechnology products without affecting their quality by a terminal sterilization step. Standard grade A filling environments are required to have < 1 colony-forming unit (CFU) per cubic meter (m3) of air. Aseptic filling is the production cycle with one of the highest contamination risks. A typical method of contamination monitoring is to actively draw air and filter it through special gelatin filters.

Objective: The study aims to establish whether continuous sampling provides effective monitoring for the entire production process by determining whether trapped organisms can withstand long-term drying stress with unaltered recovery.

Methods: In two experimental phases, the study examined microbial recovery in long-term air-stressed membranes as well as the viability of microorganisms on gelatin filters during 8-hour runs of filtration with high-efficiency particulate air-filtered air from a laminar flow hood using the MD 8 Airscan system. Stressed and unstressed filters were compared with parallel-run reference filters as controls. The CFUs were counted and the genus of the identified microorganism populations determined to examine any changes in microbiological flora occurring during continuous long-term sampling.

Results: Compared to the unstressed reference filters, neither total recovery nor recovered bacterial diversity changed. No statistically significant differences in CFUs were found between test filters and reference filters, nor were any statistically significant differences found in the microbiological flora between test filters and reference filters. CFU populations were comparable in both experiments.

Conclusion: Eight hours of continuous air sampling on gelatin filters with the MD 8 Airscan system did not affect total recovery or change the diversity of recovered microorganisms compared to the controls.

	Long-term air sampling
	Microbiological air monitoring
	Gelatin filters
	MD 8 Airscan
	Environmental monitoring
	Pharmaceutical production

Footnotes
	Copyright © Parenteral Drug Association. All rights reserved.





  


  
  



  
      
  
  
    
  
      
  
    PDA members receive access to all articles published in the current year and previous volume year. Institutional subscribers received access to all content. Log in below to receive access to this article if you are either of these.  


If you are neither or you are a PDA member trying to access an article outside of your membership license, then you must purchase access to this article (below). If you do not have a username or password for JPST, you will be required to create an account prior to purchasing. 


Full issue PDFs are for PDA members only.

  




  


  
  



  
      
  
  
    
	  
		
		
			
			  
  
        Note to pda.org users

    
  
  
    
  
      
  
    The PDA and PDA bookstore websites (www.pda.org and www.pda.org/bookstore) are separate websites from the PDA JPST website. When you first join PDA, your initial UserID and Password are sent to HighWirePress to create your PDA JPST account. Subsequent UserrID and Password changes required at the PDA websites will not pass on to PDA JPST and vice versa. If you forget your PDA JPST UserID and/or Password, you can request help to retrieve UserID and reset Password below.

  




  


  
  



			

		

	
	
 	
	  
  
		
		
			
			  
  
      
  
  
    Log in using your username and password

  Username *
 



  Password *
 





Forgot your user name or password?




Log in through your institution

You may be able to gain access using your login credentials for your institution. Contact your library if you do not have a username and password.


If your organization uses OpenAthens, you can log in using your OpenAthens username and password.  To check if your institution is supported, please see this list. Contact your library for more details.


Purchase access
You may purchase access to this article. This will require you to create an account if you don't already have one.

  


  
  



  
        patientACCESS

    
  
  
    patientACCESS - Patients desiring access to articles  


  
  



			

		

	
	
 	
	
		
		
		
			
			  
  
      
  
  
    
  
      
  
    NOTE: The JPST Shopping Cart is now working again. We apologize for any inconvenience. 


Full issue PDFs are for PDA members only. You can join PDA at www.pda.org. 

  




  


  
  



			

		

	
	
 	
	


  


  
  



  





  


  
  



  
      
  
  
     PreviousNext 
  


  
  



  
      
  
  
     Back to top  


  
  



			

		

		
		
			
			  
  
        In This Issue

    
  
  
    
  
    
  
      
  
  
    
    
  
  
      
      
          PDA Journal of Pharmaceutical Science and Technology      
      
        	Vol. 61, Issue 2 March/April 2007 


      
      
        		Table of Contents
	Index by Author




      




  


  
  



  



  


  
  



  
      
  
  
    
	  
  
		
          
            
  
      
  
  
     Download PDF  


  
  


  
      
  
  
     Article Alerts

  
    
  
      
  
  
    
  User Name *
 



  Password *
 


Sign In to Email Alerts with your Email Address

  Email *
 








  


  
  



  





  


  
  


  
      
  
  
     Email Article

  
    
  
      
  
  
    
 Thank you for your interest in spreading the word on PDA Journal of Pharmaceutical Science and Technology.
NOTE: We only request your email address so that the person you are recommending the page to knows that you wanted them to see it, and that it is not junk mail. We do not capture any email address.




  Your Email *
 



  Your Name *
 



  Send To *
 

Enter multiple addresses on separate lines or separate them with commas.




  You are going to email the following 
 Continuous Microbiological Air Monitoring for Aseptic Filling Lines



  Message Subject 
 (Your Name) has sent you a message from PDA Journal of Pharmaceutical Science and Technology



  Message Body 
 (Your Name) thought you would like to see the PDA Journal of Pharmaceutical Science and Technology web site.



  Your Personal Message 
 








CAPTCHAThis question is for testing whether or not you are a human visitor and to prevent automated spam submissions.



  Math question *
 1 + 11 =  
Solve this simple math problem and enter the result. E.g. for 1+3, enter 4.









  


  
  



  





  


  
  


  
      
  
  
     Citation Tools

  
    
  
      
  
  
      
  
      
  
  
  
  
      Continuous Microbiological Air Monitoring for Aseptic Filling Lines
  
    	Claudia Scherwing, Franco Golin, Olivier Guenec, Karl Pflanz, Gilberto Dalmaso, Manuela Bini, Francesca Andone

  
    	PDA Journal of Pharmaceutical Science and Technology Mar 2007, 61 (2) 102-109; 

  
  
  



  

  
  	      Citation Manager Formats

        
      	BibTeX
	Bookends
	EasyBib
	EndNote (tagged)
	EndNote 8 (xml)
	Medlars
	Mendeley
	Papers
	RefWorks Tagged
	Ref Manager
	RIS
	Zotero

    

  



  


  
  



  





  


  
  



          

        

        
        
          
            
  
      
  
  
     Share  


  
  


  
      
  
  
    
  
    
  
      
  
  
    
  
  
  
  
      Continuous Microbiological Air Monitoring for Aseptic Filling Lines
  
    	Claudia Scherwing, Franco Golin, Olivier Guenec, Karl Pflanz, Gilberto Dalmaso, Manuela Bini, Francesca Andone

  
    	PDA Journal of Pharmaceutical Science and Technology Mar 2007, 61 (2) 102-109; 

  
  
  



  


  
  



  
      
  
  
    
  
    Share This Article:
  
  
    
  
  
    Copy
  


  


  
  



  
      
  
  
    [image: Reddit logo] [image: Twitter logo] [image: Facebook logo] [image: Mendeley logo]
  


  
  



  



  


  
  


  
      
  
  
    	Tweet Widget
	Facebook Like
	Google Plus One



  


  
  



          

        

	
 	
	
	


  


  
  



  
        Jump to section

    
  
  
    	Article
	References
	Info & Metrics
	 PDF



  


  
  



  
      
  
  
    
  
     Related Articles
	No related articles found.



	PubMed
	Google Scholar




 Cited By...
	No citing articles found.



	Google Scholar



 More in this TOC Section
	
  
  
  
  
      Development and validation of a customized Amplex UltraRed assay for sensitive hydrogen peroxide detection in pharmaceutical water  
  
  
  
  




	
  
  
  
  
      Leachables analysis from a closed connected single-use mAb purification process  
  
  
  
  




	
  
  
  
  
      Correlating GC/MS Relative Response Factors to Analyte′s Physicochemical and Chromatographic Properties to Facilitate the Quantitation of Organic Extractables and Leachables in Non-targeted Analysis (NTA) I. Concepts and Empirical Considerations  
  
  
  
  






Show more Research

 Similar Articles






  



  


  
  



  
      
  
  
    
  
      
  
    

[image: i]



  




  


  
  



			

		

	
	
 	
	
	


    

  


      


  

    
  
      
    
  
    
  
    
  
                
    
      
  
    
  
        Readers

    
  
  
    	About
	Table of Content Alerts/Other Alerts
	Subscriptions
	Terms of Use
	Contact Editors

  


  
  



  

  
    
  
        Author/Reviewer Information

    
  
  
    	Author Resources
	Submit Manuscript
	Reviewers
	Contact Editors

  


  
  



  

  
    
  
        Parenteral Drug Association, Inc.

    
  
  
    	About
	Advertising/Sponsorships
	Events
	PDA Bookstore
	Press Releases

  


  
  



  

  
    

  


    

  


  


  

  
  
    
  
    
  
                
    
      
  
    
  
      
  
  
    [image: ]  


  
  



  
        Footer Copyright Text

    
  
  
    
  
      
  
    © 2024 PDA Journal of Pharmaceutical Science and Technology ISSN: 1948-2124
  




  


  
  



  
      
  
  
    [image: Powered by HighWire]  


  
  



  



    

  


  


  

  
    
  
      







  